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A B S T R A C T   
Purpose: The COVID-19 pandemic has led to concerns over transmission risk from healthcare procedures, 
especially when operating in the head and neck such as during surgical repair of facial fractures. This study aims 
to quantify aerosol and droplet generation from mandibular and midface open fixation and measure mitigation of 
airborne particles by a smoke evacuating electrocautery hand piece. 
Materials and methods: The soft tissue of the bilateral mandible and midface of two fresh frozen cadaveric 
specimens was infiltrated using a 0.1% fluorescein solution. Surgical fixation via oral vestibular approach was 
performed on each of these sites. Droplet splatter on the surgeon’s chest, facemask, and up to 198.12 cm (6.5 ft) 
away from each surgical site was measured against a blue background under ultraviolet-A (UV-A) light. Aerosol 
generation was measured using an optical particle sizer. 
Results: No visible droplet contamination was observed for any trials of mandible or midface fixation. Total 
aerosolized particle counts from 0.300–10.000 μm were increased compared to baseline following each use of 
standard electrocautery (n = 4, p < 0.001) but not with use of a suction evacuating electrocautery hand piece (n 
= 4, p = 0.103). Total particle counts were also increased during use of the powered drill (n = 8, p < 0.001). 
Conclusions: Risk from visible droplets during mandible and midface fixation is low. However, significant in-
creases in aerosolized particles were measured after electrocautery use and during powered drilling. Aerosol 
dispersion is significantly decreased with the use of a smoke evacuating electrocautery hand piece.   
1. Introduction 
As the Coronavirus Disease 2019 (COVID-19) pandemic has evolved, 
the global conversation has largely centered on a debate about the 
balance between lockdowns, social distancing, and the availability of 
services in light of a disease that may spread via asymptomatic carriers 
[1,2]. Within the medical field, the question of how to provide care 
safely when it cannot be deferred without detriment to the patient has 
led to a heterogeneity of policies across institutions and specialties [3,4]. 
Topics ranging from the recommended level of personal protective 
equipment (PPE) to the utility of pre-procedural COVID-19 testing 
remain unclear, demonstrating a need for standardized recommenda-
tions. This is especially true in the care of craniomaxillofacial (CMF) 
trauma, as operative repair may be time-sensitive to prevent long-term 
complications [5,6], and multiple specialties are typically involved in 
the care of these individuals whose injuries often require various ap-
proaches [7]. 
A high viral load of severe acute respiratory syndrome coronavirus 2 
(SARS-CoV-2) exists in the nasal cavity and nasopharynx [8,9]. The 
virus has also been isolated in the mastoid and middle ear [10]. Several 
recent studies have demonstrated droplet and aerosol generation from 
endonasal and otologic procedures, with suction techniques and custom 
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barrier devices demonstrating effectiveness at mitigating dispersion of 
these particulates [11–14]. Although the generation of droplets and 
aerosols during rhinologic and otologic procedures has been of partic-
ular interest during the COVID-19 pandemic due to instrumentation of 
the mucosal surface lining, surgeries involving the oral cavity, which has 
been demonstrated as a significant viral reservoir [15,16], likely also 
pose significant risk. 
Open surgical repair of CMF trauma involving the midface and 
mandible often requires an intra-oral vestibular approach and use of 
powered drills, which we hypothesize to be aerosol generating. There-
fore, the quantification of droplet and aerosol generation during CMF 
surgery is critical in determining when the respective procedure can be 
performed safely and what level of PPE is required. In order to provide 
data to guide these safe practices, this cadaveric simulation was 
designed to quantify the generation of droplets and aerosols from 
techniques utilized during mandible and midface fixation and trial use of 
a smoke evacuating electrocautery device in reducing particulate 
production. 
2. Materials and methods 
2.1. Biological specimens 
This study was granted exempt status by the Indiana University 
Institutional Review Board due to involving only de-identified human 
cadaveric tissue specimens (IRB protocol #2004100753). All experi-
ments were performed using two fresh-frozen cadaveric head specimens 
in a dedicated surgical laboratory. Surgical approach and fixation of the 
mandible and midface was performed bilaterally on each specimen 
while measuring droplet and aerosol production using the protocol as 
described below. 
2.2. Droplet measurement 
Each cadaver head was oriented supine with the superior surface 
facing surgeon left. Three 183 cm (6 ft) × 50 cm (1.64 ft) nonabsorbent 
blue boards were placed at 90◦ from each other in the following di-
rections: 1) superior to the head, 2) left side of the head or across from 
the surgeon, and 3) inferior to the head [Fig. 1A]. These were positioned 
such that the border of each board was 15.24 cm (6 in.) away from the 
surgical site. The surgeon wore a face-shield and a 25 cm × 25 cm sheet 
of nonabsorbent blue paper on the chest. 
Fluorescein was employed in droplet measurement as it fluoresces 
yellow under UV-A light, while the blue background does not. This is an 
established method for reliably detecting droplet production from sur-
gical procedures in the submillimeter and greater range [17–19]. A 0.1% 
fluorescein solution was prepared with AK-Fluor® (fluorescein injec-
tion, USP) and sterile saline. Mandible and midface surgical sites on each 
specimen were instilled with fluorescein using submucosal infiltration 
and a deeper injection performed with the needle inserted until the bone 
was contacted then withdrawn while injecting. 10 mL was injected into 
each site. Broad fluorescein positivity was observed in all soft tissues at 
all times during dissection, confirming adequate instillation [Fig. 1B/C]. 
During drilling, 0.1% fluorescein solution was used as irrigation fluid. 
Immediately prior to each procedure, all surfaces were inspected under 
UV-A light for fluorescein droplets and cleaned such that none were 
visible. 
2.3. Aerosol sampling 
Size distributions of aerosols were monitored using an optical par-
ticle sizer (OPS 3330; TSI Inc., Shoreview, Minnesota), which measures 
particle concentration from 0.300 to 10.000 μm distributed across 16 
intervals as depicted on the x-axis of Fig. 2A. The OPS was set up with a 
sampling flow rate of 1.0 L/min through the 3-mm inlet port which was 
positioned 25 cm from each surgical site across from the surgeon 
[Fig. 1A]. Aerosol measurement occurred once every second for the 
duration of each condition. Prior to each procedure, a 60-second base-
line was taken measuring the ambient aerosols in the room. Immediately 
following this, each procedure was initiated. A high efficiency particu-
late absorbing (HEPA) filter was employed between experiments until 
aerosol levels returned to baseline as measured by the OPS. 
2.4. Surgical equipment and technique 
Procedures were performed by a right-handed, fellowship-trained 
facial plastic surgeon. Soft tissue dissection was performed using stan-
dard and smoke evacuating electrocautery handpieces powered by a 
Megadyne Mega Power Electrosurgical Generator with settings of 25 on 
both cut and coagulation. The smoke evacuation system was run 
through a Stryker Neptune 3 Waste Management System on 100% 
power. The bilateral mandible and midface on one specimen were 
addressed using a standard needle-tipped electrocautery device and 
with a smoke evacuating electrocautery hand piece on the second such 
that a left and right dissection was included in the data of each subsite. 
Drilling was done using a Stryker CORE Micro Drill hand piece and a 5 
Fig. 1. A) Schematic representation of experimental setup. Impermeable blue paper was affixed to three 183 × 50 cm boards and to a 25 × 25 cm area of the 
surgeon’s chest. The optical particle sizer (OPS) was positioned 25 cm from each surgical site; B) photograph under ultraviolet-A (UV-A) light of mandibular surgical 
site after fixation demonstrating broad fluorescein positivity and plate in place; C) photograph under UV-A light of midface surgical site after fixation demonstrating 
broad fluorescein positivity and plate in place. (For interpretation of the references to color in this figure legend, the reader is referred to the web version of 
this article.) 
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mm midface drill at 40,000 rotations per minute (RPM). Electrocautery 
and drilling were not performed continuously but rather intermittently 
in a goal-directed fashion to perform each procedure as would be typical 
during surgery. 
The mandibular and midface fixation was performed via oral 
vestibular approaches. For each subsite, the vestibular incision was 
made using electrocautery on the cut mode. Deeper dissection was 
performed using the coagulation setting combined with blunt dissection 
until adequate bony exposure was achieved in the subperiosteal plane. 
For the mandible, a 4-screw 1.5 mm reconstruction plate was placed in 
standard fashion along the inferior parasymphyseal margin with the use 
of the powered drill. For the midface, a 6-hole 0.6 mm L-plate was 
placed to fix the lateral zygomaticomaxillary buttress. A self-drilling 
screw was placed first in order to anchor the plate. The remaining five 
screws were placed with the assistance of the powered drill. A surgical 
assistant aided with retraction. 
2.5. Statistical analysis of aerosol data 
All statistical analyses were performed using the Statistical Package 
for Social Sciences (IBM SPSS Statistics for Windows, Version 26.0; IBM 
Corp., Armonk, NY). Because electrical interference from the electro-
cautery device resulted in intermittent read errors from the OPS, all data 
during the duration of electrocautery use was excluded from statistical 
analysis. The 0.300–10.000 μm particle counts (referred to as the ‘total’ 
particle count) as well as each of the 16 defined size distributions was 
analyzed for each experimental condition compared to baseline levels. 
Change from baseline during electrocautery or drill use was determined 
by subtracting the average 60-second pre-intervention concentration 
from measurements taken during or after the intervention. All inferen-
tial statistics were performed using Mann-Whitney U tests with statis-
tical significance determined at alpha = 0.05. 
3. Results 
3.1. Droplet analysis 
Adequate instillation was confirmed visually for all mandible or 
midface surgical sites prior to each dissection. On inspection under U-VA 
light. No droplets or debris were visible on the surgeon’s chest, face-
mask, or the blue nonabsorbent boards positioned 15.24–198.12 cm 
(0.5–6.5 ft) away from the surgical site following any trials of mandible 
(n = 4) or midface (n = 4) fixation [Table 1]. Fluorescein positivity was 
observed but not quantified on surgical instruments and on the specimen 
itself after each condition [Fig. 1B/C]. 
Fig. 2. A) Aerosol generation during mandible fixation using standard versus smoke evacuating electrocautery; B) aerosol generation during midface fixation using 
standard versus smoke evacuating electrocautery; C) representative tracing of total aerosol particle counts over time during mandible fixation using standard 
electrocautery; D) representative tracing of total aerosol particle counts over time during mandible fixation using smoke evacuating electrocautery. 
Table 1 
Droplet splatter results following cadaveric mandible and midface fixation.  
Droplet splatter results 
Specimen Site Electrocautery hand 
piece 














Smoke evacuating No 
2 Right 
mandible 
Smoke evacuating No 
2 Left midface Smoke evacuating No 
2 Right 
midface 
Smoke evacuating No  
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3.2. Aerosol generation 
Mandible and midface fixation were performed using standard (n =
2) and smoke evacuating (n = 2) electrocautery. When averaged over 
the course of the procedure, particle counts were increased for mandible 
and midface fixation across all particle size distributions compared to 
baseline for both the standard and smoke evacuating electrocautery 
conditions [Fig. 2A/B]. The amplitude of this increase was on average 
lower when the smoke evacuating electrocautery was used. Represen-
tative tracings of total aerosol counts compared to baseline demonstrate 
large spikes in aerosol production following electrocautery and drill use 
[Fig. 2C/D]. Further statistical analysis of overall aerosol counts was not 
performed for each subsite and dissection technique due to the small 
sample size. 
On pooled subgroup analysis, the 60 s following each instance of 
standard (n = 4) and smoke evacuating (n = 4) electrocautery use was 
compared to the 60 s prior to electrocautery. Significant elevations from 
baseline were seen in 14 of 16 size distributions (p ≤ 0.020) and in total 
particle counts (p < 0.001) after standard electrocautery. Only the two 
largest size distributions, 6.451–8.032 μm (p = 0.318) and 
8.032–10.000 μm (p = 0.081), did not show significant change from 
baseline. Comparatively, after dissection using the smoke evacuating 
electrocautery hand piece, significant elevations from baseline were 
only seen in the 0.579–0.721 μm distribution (1 of 16 size distributions 
measured, p = 0.005), and total particle counts were not significantly 
changed from baseline (p = 0.103). The particle concentration change 
was significantly higher in the standard compared to the smoke evacu-
ating electrocautery group in all 16 size distributions (p < 0.001) 
[Fig. 3A]. The average total change from baseline concentration was 
317% higher in the standard electrocautery group (p < 0.001) [Fig. 3C]. 
When employing the powered drill to install mandible and midface 
hardware, total particle counts were significantly elevated compared to 
the 60 s before drilling (p < 0.001). However, the 60 s following 
completion of drilling did not demonstrate a significant change from 
baseline (p = 0.103). When comparing during drilling to after drilling, 
particle counts were elevated in 4 of the 16 size distributions, all in the 
submicron range (p < 0.001) and in total (p < 0.001) [Fig. 3B/C]. 
4. Discussion 
As the global health crisis caused by the coronavirus pandemic 
continues, the risk of viral transmission during healthcare procedures 
has been a constant concern [20]. However, an overall lack of objective 
data has impeded decision making on key topics including PPE recom-
mendations and pre-procedural COVID-19 testing. While aerosol and 
droplet generation has been demonstrated from other head and neck 
procedures in areas such as endonasal and otologic surgery 
[11,17–19,21], there is little published data on the treatment of facial 
trauma. This is a key knowledge gap as surgical fixation of facial 
fractures often requires interaction with the same mucosal surfaces in 
the oral and nasal cavity which have been demonstrated to harbor high 
viral loads in infected patients [8], and surgeries often cannot be de-
ferred to allow viral infections to clear [5,6]. 
Respiratory droplets are a key mechanism of transmission of many 
viral illnesses including COVID-19. These droplets can carry viral par-
ticles greater than two meters away from an infected individual, 
contaminating surfaces on which they land [22]. Our experiments 
demonstrated that mandible (n = 4) and midface (n = 4) fixation per-
formed through the oral vestibular approach generated no visible 
droplets between 15.24 and 198.12 cm (0.5–6.5 ft) away from the sur-
gical site when measured superior and inferior to the specimen and 
across from the surgeon. Additionally, no droplets were seen on the 
surgeon’s chest or face shield in any condition tested. Droplets were seen 
but not quantified on the instruments and specimen after each dissec-
tion. This provides evidence that droplet generation from these ap-
proaches likely all occurs within 15.25 cm (0.5 ft) from the surgical site. 
One possible factor is that the oral cavity and lips function as a partial 
barrier to droplet splatter. As such, mandible and midface fixation 
through more open approaches may be more droplet generating. This 
novel finding is an important consideration that should be weighed 
against the risk of interacting with oral cavity mucosa when performing 
these procedures on patients who may harbor viral illness. 
As the pandemic has continued, aerosols have become more recog-
nized as a source of viral transmission [23,24]. Human papilloma and 
hepatitis B viral DNA have been detected in electrocautery smoke 
[25,26], which establishes surgical plume as a possible source of viable 
infectious particles. In our experiment, aerosol levels measured during 
mandible and midface fixation were overall higher than baseline with 
spikes seen during electrocautery and drill use. Using pooled data, sig-
nificant elevations in aerosol levels were observed following electro-
cautery use with the standard non-smoke evacuating handpiece. This 
was seen in total particle counts (p < 0.001) and across 14 of 16 particle 
size distributions (p < 0.001), with only the two largest size distribu-
tions in the 6.451–10.000 μm range unchanged from baseline (p > 0.08). 
The smoke evacuating handpiece effectively mitigated aerosol genera-
tion with an average reduction in total particle counts of 73.0% (p <
0.001) [Fig. 3C]. While it is well known that smoke evacuation systems 
are effective at aerosol and infection mitigation [27], this novel 
demonstration of its efficacy in the setting of craniomaxillofacial trauma 
highlights its usefulness during this era of heightened concern for 
aerosolization of SARS-CoV-2. Moreover, this finding further comple-
ments the growing literature of suction devices mitigating aerosol gen-
eration [11,13,14]. 
The use of powered instrumentation including drills has been an area 
of concern for aerosol generation. Küçükdurmaz et al. demonstrated 
production of these airborne particles from orthopedic drilling [28]. In 
addition, recent literature has provided evidence for aerosol generation 
from powered endonasal and otologic drilling [11,14,17–19,21]. Our 
Fig. 3. A) 0.300–10.0 μm aerosol generation due to standard versus smoke evacuating electrocautery. Asterisk (*) represents a significant reduction in particle counts 
with the use of smoke evacuating compared to standard electrocautery (p < 0.001); B) aerosol generation from craniomaxillofacial fixation during and after drilling; 
C) average change from baseline in total aerosolized particle counts. Asterisk (*) represents a significant change from baseline (p < 0.001). 
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data demonstrate that for mandible and midface fixation, use of the 
powered drill for plating also produces a modest increase in particle 
counts compared to baseline during drilling for total counts (p < 0.001) 
and in 11 of 16 size distributions measured (p ≤ 0.028) [Fig. 3B]. 
However, total particle counts during the 60 s following completion of 
drilling, and the increase seen during drilling was a fraction of the 
amplitude compared to electrocautery use [Fig. 3C]. This suggests that 
while drilling does produce aerosols, the number of particles produced is 
relatively low compared to electrocautery, and the generated particles 
dissipate quickly. Differences compared to other types of drilling may be 
due to the smaller caliber of drill bit and short duration of use. In 
addition, recent literature suggests that using irrigation while drilling as 
in this study mitigates aerosol generation [29]. 
Overall, these findings suggest that fixation of mandible and midface 
fractures poses little droplet risk. Aerosol generation resulted largely 
from the use of electrocautery, with powered drilling producing a sta-
tistically significant but relatively small number of particles. Large 
amounts of particles were produced in the respirable (<5 μm) [30] and 
sub-micron range. Production of sub-micron particles is of particular 
concern as these have been demonstrated to have a greater propensity to 
penetrate N95 respirators [31]. The authors recommend the use of a 
smoke evacuating electrocautery hand piece when possible in patients 
who may harbor SARS-CoV-2, as its use resulted in a significant reduc-
tion in particle counts. However, further research is required to accu-
rately quantify the risk of viral transmission posed by these procedures. 
Until then, the use of enhanced PPE with N95 or powered air purifying 
respirator (PAPR) and pre-procedural testing is recommended where 
resources permit. 
There are a number of limitations to this study that warrant discus-
sion. Only droplets visible to the human eye were measured, and the 
measurement was performed in the cardinal directions instead of a 
complete 360-degree assessment. In terms of aerosols, the OPS measures 
particle concentrations only in the 0.300 to 10.000 μm size range at a 
single fixed location, which in this study was across from the surgeon. 
Therefore, our data may only reflect aerosol exposure to the surgeon and 
surgical technologist. Further studies should measure aerosol levels at 
the average distance of anesthesia and circulating staff. Moreover, 
future studies should also investigate aerosol generation with patients in 
the operating room, as surgery in live patients may be different than 
cadaver heads due to normal physiologic temperature and blood flow. 
Finally, we did not study the presence of viral particles or their infec-
tious ability, aerodynamic properties, desiccation, or deposition 
patterns. 
5. Conclusions 
The risk posed to operating room personnel from visible droplets 
during transoral fixation of the mandible and midface low. However, 
significant increases in aerosolized particles were measured after elec-
trocautery and during powered drilling. Detectable particle counts were 
significantly decreased with the use of a smoke evacuating electrocau-
tery hand piece. 
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